The study aimed to characterize the entire corneal topography and tomography for the detection of sub-clinical keratoconus (KC) with a Zernike application method. Normal subjects (n = 147; 147 eyes), sub-clinical KC patients (n = 77; 77 eyes), and KC patients (n = 139; 139 eyes) were imaged with the Pentacam HR system. The entire corneal data of pachymetry and elevation of both the anterior and posterior surfaces were exported from the Pentacam HR software. Zernike polynomials fitting was used to quantify the 3D distribution of the corneal thickness and surface elevation. The root mean square (RMS) values for each order and the total high-order irregularity were calculated. Multimeric discriminant functions combined with individual indices were built using linear step discriminant analysis. Receiver operating characteristic curves determined the diagnostic accuracy (area under the curve, AUC). The 3rd-order RMS of the posterior surface (AUC: 0.928) obtained the highest discriminating capability in sub-clinical KC eyes. The multimeric function, which consisted of the Zernike fitting indices of corneal posterior elevation, showed the highest discriminant ability (AUC: 0.951). Indices generated from the elevation of posterior surface and thickness measurements over the entire cornea using the Zernike method based on the Pentacam HR system were able to identify very early KC.
Placido disc-based corneal topography can detect localized steeping in the anterior cornea surface the topography, which is considered to be the first detectable clinical sign of KC 12 . However, many studies have demonstrated that only the anterior topographic changes of the cornea may not be a strong enough indicator of early KC 11, 13 . In contrast to the Placido disc-based corneal topography, Scheimpflug-based topography allows assessment of the anterior and posterior corneal surface shapes and corneal tomography 14 . Based on the information on corneal topography and tomography provided by Scheimpflug-based tomography technology, several methods have been introduced to quantitatively identify the early KC from normal eyes 9, 15 . According to previous studies, the regular mathematical formulations were limited to quadratic or cubic-order ploynomials, which may reduce the corneal 3D distribution by averaging the results as a function of both radius and meridian 14, 16 . The Zernike coefficients based on Zernike fitting on the corneal surface configuration and thickness can be used to characterize the 3D map varying complexity of corneal shapes and spatial distribution of corneal thickness 17 , which may provide a highly sensitive and specific diagnostic tool for the early detection of KC 14, [17] [18] [19] . The goal of the present study was to apply the Zernike fitting method to describe the 3D varying complexity of corneal shapes and the 3D distribution of corneal thickness, and to characterize the entire corneal topography and tomography data in sub-clinical eyes, KC eyes, and normal eyes using Pentacam tomography. Furthermore, the metrics constructed from Zernike polynomials were compared to improve the diagnostic sensitivity and specificity for the detection of sub-clinical KC corneas.
Results
Demographics. Fifty eyes of 50 normal subjects (28 men and 22 women, average age 24.5 ± 2.3 years), 28 eyes of 28 sub-clinical KC patients (22 men and 6 women, average age 21.8 ± 5.5 years), and 49 eyes of 49 KC patients (29 men and 20 women, average age 24.6 ± 6.0 years) were enrolled to build discrimination functions . The validation set of patients included 97 eyes of 97 normal subjects (56 men and 41 women, average age 24.1 ± 2.6 years), 49 eyes of 49 sub-clinical KC patients (40 men and 9 women, average age 22.8 ± 5.7 years), 90 eyes of 90 KC patients (73 men and 17 women, average age 23.8 ± 5.4 years). Table 1 display the demographic information, the KISA% value and correlated ingredient values. The values of the I-S value and the SRAX value showed significant difference between normal group and sub-clinical KC group (one way analysis of variance [ANOVA] least significant difference [LSD] test, P < 0.05, Table 1 ). As to the parameters with significant difference for KC and the normal group from the Pentacam HR system, the astigmatism keratometry and average keratometry in the KC group were significantly higher than the other two groups (one way ANOVA LSD test, P < 0.05, Table 1 ). However, the results of the astigmatism keratometry and average keratometry showed no statistical differences in sub-clinical eyes compared with normal group. The thinnest corneal thickness (TCT), the maximum anterior elevation (AEmax) and the maximum posterior elevation (PEmax) from the Pentacam HR system showed significant difference between normal group and sub-clinical KC group (one way ANOVA LSD test, P < 0.05, Table 1 ).
Intergroup Differences: Zernike Polynomials Fitting for Corneal Elevation of Anterior and
Posterior Surfaces and Corneal Pachymetry. Compared with the normal group, there were significant differences in the 3rd, 5th, 6th, and higher-order irregularity coefficients (HOI) root mean square (RMS) values of the anterior corneal surface elevation derived from Zernike polynomials analysis in the sub-clinical KC group (one way ANOVA LSD test, P < 0.05, Table 2 ). All the RMSs of anterior surface discriminated between sub-clinical KC and normal eyes with the values of the area under (AUC) the receiver operating characteristic (ROC) curve were higher than 0.638 and lower than 0.751 ( Table 2) .
As to the Zernike fitting of the entire corneal pachymetry distribution, the 3rd, 5th, and HOI RMSs showed significant differences between the sub-clinical KC group and the control group (one way ANOVA LSD test, Figure 1 . Receiver operating characteristic (ROC) curves of discriminant functions for normal, sub-clinical KC, and KC groups. (A) ROC curve of the output value of discriminant functions for sub-clinical KC group versus normal group. (B) ROC curve of the output value of discriminant functions for KC group versus subclinical KC group. P < 0.05, Table 2 ). All the AUCs of RMSs were higher than 0.698 and lower than 0.926 in sub-clinical KC discrimination ( Table 2) .
The Zernike polynomials modeling metrics for the cornea elevation of the posterior surface was statistically significant between the sub-clinical KC and the control group in the 3rd, 5th, and HOI RMSs (one way ANOVA LSD test, P < 0.05, Table 2 ). Among these individual metrics, the 3rd-order RMS of the posterior elevation obtained the highest discriminating capability (AUC: 0.928; sensitivity = 86%; specificity = 88%) in sub-clinical KC eyes (Table 2) .
Discriminant Analysis.
The formulas for all discriminant functions are included in Table 3 . The discriminant functions (D) consist of the Zernike RMSs and HOIs of corneal thickness (T), anterior surface (A), and/ or posterior surface (P). The output values of the discriminant functions were significantly different between the three groups (one way ANOVA LSD test, P < 0.05, Table 4 , Figure 1 obtained from Zernike polynomials modeling, the discriminant functions improved the diagnostic power of each anterior surface (DA, AUC = 0.798, Table 4 , Figure 1 ), posterior surface (DP, AUC = 0.951, Table 4 , Figure 1 ), and corneal thickness (DT, AUC = 0.927, Table 4 , Figure 1 ), respectively. However, the combination of the anterior surface with the posterior surface (DAP, AUC = 0.926, Table 4 , Figure 1 ), corneal thickness (DTA, AUC = 0.876, Table 4 , Figure 1 ) and all metrics (DTAP, AUC = 0.918, Table 4, Figure 1 ) did not improve the diagnostic power. The function DP, which was derived from the posterior surface Zernike coefficients of sub-clinical KC and normal eyes and consisted of the RMS values of the 3rd and total higher-order coefficients, had the highest discriminant ability (AUC = 0.951, sensitivity: 89%, specificity: 94%).
Validation results. The accuracy and precision results of the discrimination function were improved with the data generated from the posterior corneal surface and corneal thickness due to the Zernike fitting. The value of true accuracy was always more than 82.2% for the sub-clinical KC discrimination ( Table 5 ). The true prediction was more than 73.2% for the sub-clinical KC discrimination ( Table 5 ). The sensitivity and specificity were higher Table 3 . Formulas of the discriminant functions. A, the anterior surface; P, the posterior surface; T, the corneal thickness; certain order, the root mean square of certain order; HOI, the root mean square of total higher-order irregularity.
when both corneal surfaces and pachymetry metrics were included for the sub-clinical KC diagnosis. The DTAP formula showed higher sensitivity (83.7%) and specificity (84.5%). In contract, the individual anterior surface metrics obtained from corneal topography, such as I-S, SRAX and KISA%, showed a reduction for the sub-clinical KC discrimination (Table 5) .
Discussion
In order to detect the early or mild signs of KC, many investigators have tried to define specific and objective indices to quantitatively describe the topographic and tomographic characteristics of sub-clinical KC corneas [20] [21] [22] [23] [24] [25] . This is particularly important for ruling out early KC when screening candidates for refractive surgery to reduce Table 5 . Confusion matrix (actual vs predicted group), accuracy, precision, sensitivity, specificity of the diagnostic indices and discrimination functions performed on the validation set. Normal, normal group; Subclinical KC, sub-clinical keratoconus group; KC, keratoconus group.
the risk of ectasia and prevent IK. However, it is still an ongoing challenge to identify the earliest KC stages with absolute accuracy. Recently, a global consensus was reached among the ophthalmology experts from four supranational corneal societies. The consensus standardized the definition of corneal ectasia procession, which included at least two of the following parameters: steepening of the anterior corneal surface, steepening of the posterior corneal surface, and progressive thinning and/or an increase in the rate of corneal thickness change from the periphery to the thinnest point 25 . Therefore, studying the characteristics of both the corneal topography and tomography can be of valuable interest. To our knowledge, this is the first study to comprehensively describe the properties of the entire 3D corneal topography and tomography in sub-clinical KC eyes using the Zernike polynomials modeling method. For the anterior and posterior corneal surfaces, the Zernike polynomials were used to fit the anterior and posterior elevation data to define the varying complexity of corneal shapes 18, 19 . Similarly, Zernike polynomials modeling was used to analyze the thickness data in order to describe the 3D thickness distribution with sub-micrometer accuracy 14 . Previous works have proven that the indices based on this method were significantly different in KC corneas compared to normal corneas 14, [17] [18] [19] . Our results further demonstrated that varying complexity of corneal shapes in the mildest stage of KC disease (sub-clinical KC), especially for the posterior surface, is higher compared to normal eyes. The 3D corneal thickness distribution was also significantly different between normal eyes and sub-clinical KC eyes. These results suggest that Zernike polynomials fitting for the tomography data from Pentacam HR system provides useful information for discriminating the early stage of KC disease.
There was no significant difference in the flat keratometry, steep keratometry, average keratometry, and maximum keratometry of anterior and posterior surfaces from the Pentacan HR system between normal eyes and sub-clinical eyes (Table 1) , although those indices were significantly higher in KC groups. Similar to several previous studies, our results indicate that these single indices based on axial curvature were not sensitive enough to study the earliest abnormal shape in the mildest stage of KC 9, 15 . There were several ways to express the early abnormal shape of KC cornea based on elevation data from the corneal surfaces obtained by Pentacam rotating Scheimpflug camera 9, 15, 26, 27 . The Zernike polynomials application to the corneal surfaces shows the varying complexity of corneal shapes 17, 28 . Some investigators have reported that the indices based on this method were significantly different in KC corneas than in normal corneas 18, 19 . Interestingly, in our study, the 3rd, 5th, and HOI RMS of the anterior and posterior surfaces using Zernike polynomials fitting were significantly higher in both sub-clinical KC and KC groups than that in normal eyes. The overall predictive accuracy of these indices of both the anterior and posterior surfaces was high for KC with AUC values > 0.90. However, this level of varying complexity in corneal shapes for the anterior surface was not sufficient to exceed the threshold for positive sub-clinical KC with the normal corneas (AUC < 0.80). For the posterior surface, the 3rd RMS value reached a high accuracy in separating the subclinical KC cornea from the normal cornea (AUC > 0.90). However, the indices of the posterior surface were also less effective in discriminating sub-clinical KC than they were in discriminating KC. On the other hand, the discriminating power of 3rd order RMS of corneal pachymetry was higher between the sub-clinical KC and normal eyes than between the sub-clinical KC and KC. This may indicate that the pachymetry varies more earlier during the KC progressing, which could be extended to evaluate effect of early KC managements, such as cross-linking and rigid gas permeable (RGP) lenses 14 . It was suggested that progressive thinning of the cornea may be another sign of the earliest stage of KC. Therefore, several indices were calculated based on corneal thickness to express the localized thinning, such as the difference of focal minimum thinning and maximum thickness (Min-Max), the difference of the inferotemporal (IT) octant and superonasal (SN) octant (IS-IT), and the cone location magnitude index (CLMI) 11, [29] [30] [31] . However, these mathematical indices reduced the 3D distribution of corneal thickness spatial variation, which formulated in both the radius and themeridian 14, 16 . Recently, with an improvement in the technique, corneal thickness distribution has been leveraged to define new indices to assess the rate of thickness change in the cornea from the thinnest point (cone center) to the periphery to detect KC and sub-clinical KC 11, 22, 32 . Although such indices expressed the trend in thickness variation, the quantitative results were not sufficient to capture the corneal complexity changes. The method of Zernike polynomials fitting was a newly developed method to describe the entire 3D corneal thickness distribution with a high degree of spatial resolution 14 . Shetty et al. showed that the indices based on this method had good accuracy in detecting KC cornea 14 . We also found a significantly larger value for indices of the 3rd, 5th, and HOI for both KC and sub-clinical KC eyes. The predictive accuracy of these indices was high for KC (AUC > 0.90). Our study further indicates that the Zernike polynomials method based on the entire 3D corneal thickness was able to capture the mildest pachymetric changes with high resolution.
In general, based on data from the Pentacam HR system, the Zernike polynomials modeling of anterior surface elevation data did not discriminate the sub-clinical KC eyes from normal eyes as well as posterior surface data, although individual index and discrimination function DA accurately separated the KC eyes from sub-clinical eyes. The AUC values of DT and DP showed higher diagnostic power between the sub-clinical KC and normal eyes, which were agreed with results of TCT and PEmax. Similar results were reported in previous studies, which referred that the indices of posterior elevation and pachymetric changes were useful for discriminating early KC 14, 26 . However, there was no single anterior surface RMS value which classified the sub-clinical KC and normal eyes with sensitively ≥80%. In addition, the output values of the discrimination function DA did not separate as well as the output values from the posterior surface data functions DP (Table 4 ). The AUC, sensitivity, and specificity did not improve, or even dropped minimally, if anterior surface data were included in the discrimination function. This result strongly suggests that the anterior surface elevation data obtained alone from the Pentacam HR system is not suitable for the diagnosis of sub-clinical KC. This notion has also been discussed in previous studies 27 . Using the same Pentacam HR tomography system, Bae et al. reported that the anterior elevation difference was less sensitive and specified for the sub-clinical KC discrimination compared with the posterior elevation difference 27 . Reddy et al. used the dual Scheimpflug analyzer (Ziemer USA, Wood River, IL) and also found that the posterior elevation was more useful than the anterior elevation for the sub-clinical KC diagnosis 33 . However, Jafarinasab et al. used Orbscan II topography (Bausch and Lomb, Rochester, NY, USA) found that the anterior elevation was more workable for sub-clinical KC determination 34 . Based on the Orbscan topography results, Buhren et al. used the similar Zernike polynomials application. They concluded that the Zernike metrics of the anterior corneal surface were more sensitive for the sub-clinical KC differentiation 18, 19 . This might be due to the different technical principles used in the Orbscan and Pentacam systems. The Orbscan system is a slit-scanning based corneal topography, which was reported to have lower repeatability and reproducibility in measuring corneal thickness and posterior elevation compared with the Scheimpflug-based tomography 35, 36 Additionally, due to a slightly shorter capturing time and an imaging registration method using central corneal points, the Pentacam device showed higher repeatability and reproducibility compared to the Orbscansystem 32 . The surface results of different corneal topography and tomography were not interchangeable. Above all, more attention should be paid when different commercial systems of corneal topography and tomography are used for sub-clinical KC diagnosis in daily clinical practice.This study showed that indices generated from entire corneal thickness and surfaces were able to identify very mild forms of KC, which could not detected by Placido topography. According to previous study, the KISA% value was able to filter the suspect KC and KC from normal cornea. The KISA% index was highly likely to identify the KC stage with the value over 100%. As to the suspect KC, the KISA% was proved to be 60% 12 . The current study also showed that the cut-off value of KISA% was 97.0 for the KC diagnosis, which was similar with the previous study. However, the KISA% was not efficient to discrimination the sub-clinical KC cornea. This might due the sub-clinical KC was more tend to be normal corneal with I-S less than 1.4, compared with the suspect KC with I-S more than 1.4 and less than 1.9 7 . This result also agreed that any single or combined indices may be insufficient to identify a suspect cornea from a normal one, as the reported indices showed some degree of overlap in normal and sub-clinical corneas. In order to verify the diagnostic accuracy of the studied indices for suspect cornea identification, a longitudinal study with a larger sample size is necessary. In addition, further study is needed to verify whether our approach could detect other corneal conditions that tend to develop into keratectasia.
Despite the new findings in detecting early KC eyes using topographic and tomographic tools, biomechanics changes caused by corneal ectasia are assumed the predisposing factors 37, 38 . Ocular response analyzer (ORA) (Reichert Ophthalmic Instruments Inc, Buffalo, NY, USA), which can report the indices such as the corneal hysteresis (CH) and the corneal resistance factor (CRF), are useful for the measurements of corneal biomechanics and strength 37, 38 . Several studies have determined that CH and CRF were significantly lower in KC eyes than in normal eyes. However, the CH and CRF were not powerful indices for discriminating mild KC from normal eyes. The role of central corneal thickness might be the limited factor which is not yet clearly defined 39, 40 . By using the ultra-high-speed Scheimpflug camera, the Corvis ST (Oculus Optikgeräte GmbH, Wetzlar, Germany) system can capture the corneal dynamic changes and biomechanical properties in vivo. Vinciguerra et al. built the Corvis Biomechanical Index (CBI) included dynamic corneal response parameters using the Corvis ST system. The CBI allowed high sensitivity and specificity for distinguishing KC from normal eyes 41 . Ambrósio et al. combined the Scheimpflug based corneal tomography and the Corvis ST system together for enhancing corneal ectasia detection 42 . The integrated Tomographic and Biomechanical Index (TBI) they built provided greater accuracy for detecting mild corneal ectasia 42 . Mercer et al. developed the Dynamic Corneal Response (DCR) index included biomechanical properties parameters collected by the Corvis ST system. The DCR index was also able to separate healthy from keratoconic eyes 43 . The indices combined the corneal tomography with dynamic biomechanical response improved the diagnostic ability for sub-clinical KC and KC eyes 44, 45 . In the future studies, the Zernike polynomials application in the current study combined with the corneal biomechanics detection might be further validated for the early KC discrimination.
In summary, indices generated from 3D thickness and elevation of posterior surface measurements over the entire cornea using Zernike polynomials fitting based on Pentacam HR system enabled the detection of sub-clinical KC, which may not be detected by Placido-based topography. The Zernike method may be a useful tool to capture the subtle changes of topography and tomography at the very early stages of KC. In future, a longitudinal study with a larger sample size needs to be conducted for further validation of the Zernike polynomials application in the detection of corneas at risk of developing keratectacisa.
Methods
Study Population. The Office of Research Ethics, Wenzhou Medical University, approved the study. Written informed consent was obtained from all patients after the purpose and characteristics of the study were well explained. The tenets of the Declaration of Helsinki were followed for all the research procedures. KC patients were enrolled at the Affiliated Eye Hospital of Wenzhou Medical University in China. Complete ocular examinations were performed by experienced doctors (JJ and WC), including a review of medical and family history, corrected distance visual acuity, slit-lamp biomicroscopy, fundus examination, and corneal topography using Medmont E300 (Medmont, Inc., Nunawading Melbourne, Australia). The original topography data were outputted and tabulated in an Excel spread sheet (Microsoft, Redmond, USA). A custom-developed MATLAB ® -based (MathWorks, Inc., Natick, MA, USA) software was used to quantified the KISA%, which was derived from 4 indices: the K-value, an expression of central corneal steepening; the I-S value, an expression of vertical asymmetry; the AST value, an expression of corneal regular astigmatism; the SRAX value, an expression of corneal irregular astigmatism 12 .
The subjects were assigned to three groups. KC Group (mild or moderate KC eyes): (1) central average keratometry > 47.0D;(2) at least one of the following slit-lamp signs: stromal thinning, Vogt's strias, Fleischer's ring > 2-mm arc; (3) asymmetric topographical features with I-S ≥1.9 diopter (D) of the vertical gradient power across the 6-mm region; and (4) no history of contact lens wear, ocular surgery, or extensive scarring. Sub-clinical KC Group (fellow eye of unilateral KC): (1) central average keratometry <45.0D; (2) a diagnosis of KC in the contralateral eye; (3) no clinical signs of KC at slit-lamp biomicroscopy, retinoscopy, and ophthalmoscopy; (4) corneal topographical features with I-S values < 1.4D of the vertical gradient power across the 6-mm region; and (5) no history of contact lens wear, ocular surgery, or trauma. Normal Group (healthy eyes from normal subjects) were enrolled from the hospital staff and university students if they met the following screening criteria: (1) central average keratometry <45.0D; (2) myopia <−6.00 D and astigmatism <−2.00 D; (3) no clinical signs or suggestive topographic patterns for suspicious sub-clinical KC, KC, or pellucid marginal degeneration; (4) no history of ocular surgery or trauma; and (5) stopped contact lens wear for ≥8 weeks for rigid gas permeable and ≥4 week for soft contact lenses. All the patients were divide into a training set (normal, sub-clinical KC group and KC group) used to build the discrimination function, and a validation set (normal and sub-clinical group) used to test the diagnostic power.
Study Procedure. Corneal tomographic examinations were performed with a Pentacam HR system (Oculus, GmbH, Wetzlar, Germany). The subjects were required to place their chin on the chin rest and their forehead against the forehead strap. The operator held the joystick and adjusted it following the direction on screen. Each subject was asked to blink once completely to spread an optically smooth tear film on the cornea before scanning. Patients were instructed to keep both eyes open while the blue light scanned for about 2 seconds. Only when "Examination Quality Specification" showed "OK" were the corneal pachymetry results accepted. Three repeated measurements were obtained from each subject. The built-in Pentacam HR software (version 6.02r23) was used to export the raw data of the entire corneal elevation and pachymetric distribution. The AEmax, the PEmax over an 8-mm best-fit sphere and TCT were read from the software interface. The U12 files containing the raw data of anterior interface elevation, posterior interface elevation and corneal pachymetry mappings from Pentacam HR system were exported. The data were transferred and tabulated in an Excel spread sheet using custom-developed MATLAB ® -based software.
Zernike Polynomials Fitting Analysis. The Zernike polynomials method was performed to fit the maps of the anterior and posterior corneal surface elevations and corneal thickness measured by Scheimpflug imaging 46 . Different from using the reference bodies to stimulate human corneal surface and pachymetry, the Zernike polynomials was directly fitted on the raw data of the 3D corneal elevation and pachymetry 13, 47 . The Zernike terms outputted from the Zernike polynomials, such as Zernike coefficients and the root mean square, were used for further analysis 14, 48 . The analysis zone was set as a 6-mm diameter around the corneal vertex. The Zernike coefficients up to 7th-order were obtained and the root mean square (RMS) of each order and total higher-order irregularity coefficients (HOI) were calculated. The Zernike polynomials was expressed as: where W is the wavefront error, ρ is the nondimensional radius (0 ≤ ρ ≤ 1), θ is the meridian in radians, C is the Zernike coefficient, Z is the Zernike polynomial, i is the order of the Zernike polynomial, m is from −n, −n+2, …to…, n − 2, n. The RMS is defined as the square root of the mean of the squared differences between the local measured (W), and the mean estimated (Ŵ ) at all the data points on the elevation and pachymetry maps were computed:
RMS j k j j 1 2 where W RMS is the root mean square of the Zernike coefficients, j is the ordering number of the Zernike polynomials, and k is the count of the Zernike coefficients.
Statistical Analysis. ALL of the data analyses were performed using the Statistical Package for the Social Sciences software (ver. 17, SPSS, Inc., Chicago, IL, USA). Based on the 3 repeated acquirements using Pentacam HR system, each measurement was performed with Zernike polynomials fitting analysis. The Zernike polynomials fitting result of single subject was averaged by the 3 repeated analyses. All the data were analyzed by the one-way analysis of variance (ANONA). The significance of difference between the groups (normal, sub-clinical KC, and KC groups) was subjected to the least significant difference (LSD) test. P < 0.05 was considered a statistically significant difference.
In order to build discriminant functions with the lowest possible number of individual RMSs of each order, HOIs, and Pentacam metrics, linear stepwise discriminant analysis was applied to build discriminant functions. Metrics screened by the Mahalanobis distance from the centroid normal group were included in the function. The discriminant functions were constructed from Zernike RMS metrics for the anterior and posterior elevations and corneal pachymetry with statistical significances between the sub-clinical KC group and the normal groupas The output values of the discriminant functions were evaluated to differentiate between the control and subclinical KC groups, and the control and KC groups.
The ROC curves were used to value the diagnostic power of each individual index and the output values of the discriminant function in differentiating between KC and normal corneas and between sub-clinical KC and normal corneas. Sensitivity and specificity were calculated for the optimum cutoff values obtained from ROC curves. An area under the ROC curve (AUC) of 100% implied perfect diagnostic performance 49 .
